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GRAVITY DRAIN
(1-1/2 NORMAL 
         PIPE)

TELECOMMUNICATIONS
(1-1/2 NORMAL PIPE)

ELECTRICAL CONDIT
FOR QUAD BOX
(1/2 O.D.)

AIR
(1/2’ THREADED PIPE)

WATER
(1/2 THREADED PIPE)

CENTRAL VACUUM
(5/8 O.D. TUBE)
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Quolis   5000 Delivery System
J.box full size template for  
pre-installation plumbing     

R
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GRAVITY DRAIN
(1-1/2 NORMAL PIPE)

FINISHED FLOOR

TELECOMMUNICATIONS
(1-1/2 NORMAL PIPE)

ELECTRICAL CONDIT FOR 
QUAD BOX (1/2 O.D.) AIR (1/2’ THREADED PIPE)

WATER
(1/2 THREADED PIPE)

CENTRAL VACUUM
(5/8 O.D. TUBE)

Note : The height of the top of any
components inside J.box should not 
exceed 5-1/2”from the floor level.


