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Wall Mount Template

NOTE: Level top and side of plate prior to securing to the wall
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Minimum Mounting Height from Floor to Bottom Edge of Plate: 34-1/2” 
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Top of X-ray Horizontal Arm Extends Approximately 3-1/4” Above the Top Edge of the Wall Plate  
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Bel-Ray II  (Model 097)
PHOT-xIIs   (Model 505)


